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Mis-registration artefacts  are known to reduce the image quality in contrast-enhanced MR 
angiography (CE-MRA), particularly whole body studies where table motion is involved.  A 
previous in-house study revealed a significant improvement in image quality following use of 
a conventional registration algorithm.  The aim of this study was to evaluate a new generation 
of algorithms specifically designed to deal with the signal intensity changes arising from the 
use of a contrast agent, as in CE-MRA. 
 
Three warping algorithms were evaluated: AIR (used in the original study), and two 
algorithms (ITK and SEMI) designed for use with dynamic contrast enhanced MRI but not 
previously applied to MRA.    3T MR Images of 27 patients were acquired using a 3D-T1-
weighted GRE sequence (resolution 0.9 mm
3
).  Four expert observers visually assessed the 
images.  Contrast-to-noise ratios were calculated using CNR=(SIArtery–SITissue)/SDTissue.  A 
measure of vessel integrity was determined by segmenting out a vessel within a RoI for each 
patient and calculating the resulting vessel volume. Statistical analysis was performed using 
the Friedman nonparametric analysis on ranks for the clinical evaluation, and a paired-sample 
t-test was used to analyse the CNR and vessel volume for each algorithm. 
 
Each algorithm was found by all observers to improve the image quality (p<0.05), with SEMI 
judged to perform better than AIR by all (p<0.05), while Slicer was found to be better than 
AIR by 3 out 4 of the observers (p<0.05).  The improvement of SEMI compared to Slicer was 
significant only for one observer (p < 0.05).  Although AIR removed more background tissue 
signal than SEMI or Slicer, it was found to degrade the vessel sharpness and integrity.  AIR 
and SEMI had a significantly higher CNR than Slicer, however no significant difference 
existed between AIR and SEMI.  Both SEMI and Slicer had larger vessel volumes on the 
segmented datasets compared to AIR, illustrating the degradation of the vessel integrity 
caused by the AIR algorithm.  
 
In conclusion, the conventionally-used AIR algorithm is not suitable for use in MRA image 
registration.  However, a newer generation of algorithms designed to deal with signal intensity 
changes demonstrate significant potential for application to MRA. 
 
